[Evaluation of the quality of 2 techniques for measuring IgE: the Pharmacia CAP System (Pharmacia & Upjohn Diagnostics) and Alastat (DPC-France)].
The reliability of results given by specific IgE dosages technology is conditioned by the quality of the technology used. Analytical comparison of two techniques (Pharmacia CAP System and Alastat-DPC) shows important behaviour differences in the evaluation of the precision/reproducibility of results and in dilution tests. The Pharmacia CAP System demonstrates qualities comparable to those awaited from any immunodiagnostic test. The Alastat techniques shows high imprecision and the dilution tests make us wonder about calibration and/or ability of the support used to fix all epitopes.